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INTRODUCTION

iBrite™ is a revolutionary whitening system that uses a 
combination of patented light technology in conjunction with a 
proprietary wavelength-specific whitening solution to safely 
and effectively whiten teeth by 6 to 10 shades-in one brief 
office visit. Years of intrinsic staining and discoloration can be 
reversed comfortably and quickly in one short visit. 
Independent studies on iBrite™ teeth whitening have proven 
the process to be completely safe and will not harm any 
existing dental work. 

SPECIFICATIONS

STANDARD CONTENTS

Teeth whitening light

Power supply

Disposable mouthpiece

User Instructions

X 1

X 1

X 1

X 1 CONTRAINDICATIONS

The LED light bulbs have a narrow wavelength from 460 to 490 nm and 
should only be used to accelerate teeth whitening procedures; this 
device is not intended to light cure dental materials of any kind. We do 
not recommend bleaching for smokers or alcohol users. Smoking should 
be stopped before teeth are bleached. Smoking can cause tissue 
damage on teeth and may defeat the effect of whitening. The best candi-
dates for whitening are those with stains caused by coffee, tobacco or 
aging.
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LED life expenctancy
Blue LED wavelength range
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Product Classification Class I Product
Application of Council Directive 93/42/EEC
Power Supply Input: AC100~240V, 50/60Hz

460 nm ~ 490 nm
LED Light Intensity >= 3,600 Lux



LIMITATIONS

Limitations of Tooth Whitening Comments

Extensive composite and 
porcelain restorations

If you have pre-existing cosmetic restoration
(bonding, porcelain crowns or veneers) they 
will not be bleached and you may need to 
replace them in order to match your new 
color shade.

Pre-existing sensitivity 2/3 of these people will experience some 
sensitivity for 1-4 days. This is usually reversible 
upon termination of bleaching.

Severe gray/blue banded 
tetracycline staining

Guarded prognosis required. Stains in the gray 
family can be harder to remove, if not impossible.
These stains can take up to six months or longer
to whiten. Whitening may only reduce amounts 
of 'masking'.

Pregnant or lactating No know adverse effects but avoid use as a 
precautionary measure.

Severe gray/blue banded
tetracycline staining

Guarded prognosis required. Stains in the gray 
family can be harder to remove, if not impossible.
These stains can take up to six months or longer
to whiten. Whitening may only reduce amounts 
of 'masking'.

Translucent teeth May appear darker after whitening.

Amalgam restoration in front teeth Amalgams may need to be replaced to avoid 
‘greening effect'.

Temporomandibular Joint Disorders May want to consider bleaching one arch and 
monitor comfort before proceeding with the other

Noncompliance or unrealistic 
expectation

The degree of whiteness is different from one 
individual to another, the degree of shade 
change obtainable is dependent on each 
person’s reaction. Certain people react well while 
others may not be as responsive.

CAUTION: Always refer to manufactures instructions for appropriate whitening 
durations.  Do not look directly at the light emitted from this light unit.  Do not use 
this device without protective eyewear for the operator, assistant and patient.

SAFETY PRECAUTIONS

1.  The unit should be operated only by trained individuals with sufficient knowledge of 
the light, and protective eyewear must be worn by the operators, assistants, and patients 
at all times during whitening procedures.

2.  Do not use this light as an illuminative device.

3.Never look directly into the LED and avoid direct shining to the eyes.  If one must look 
directly at the LED lights, protective eyewear must be worn at all times.

4. To maximize patient comfort, turn on the whitening light ONLY after the mouth-piece 
has been attached to the light head.

5.  If the device is moved from a cold environment to a warm environment, it must not be 
operated and turned on until new ambient temperature has been attained.

6. Do not use the device near flammable anesthetic liquid, oxygen, nitrous oxide, or any 
other hazardous environment.

7. This unit must not be used on patients with small electrical devices implanted to avoid 
damage to these devices (include heart stimulator, pacemaker, etc.) 

8. This unit must be not used on or by any individual that suffers or has a history of 
sickness from photo-biological reactions (including protoporphyrie erythropetique or 
urticaria solaris), or any individual that is receiving treatment for using photosensitive 
medication (including methoxysorales or dimethylchlortetracyline).

SAFETY INSTRUCTION

1. SAFE - iBrite™ Portable Teeth Whitening Light is completely safe, because 
unlike some other whitening lights available on the market, it emits no harmful 
Ultra-Violet (UV) rays.  Instead, the light operates in a narrow wavelength range of 
the gentle blue-green spectrum (400 nm ~ 500 nm) and is perfectly safe for teeth, 
gums, and skin.

ADVANTAGES
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2. LED TECHNOLOGY - iBrite™ Portable Teeth Whitening Light consists of 
several specially designed advanced LEDs that produce precise output in the 
blue-green spectrum of 400-500 nanometers, which is the most effective 
whitening range.

3. PORTABILITY - The new iBrite™ Portable Teeth Whitening Light offers great 
portability.  It is easy to set up, move around, and takes up little place.  iBrite™ 
Portable Teeth Whitening Light offers nearly the same effectiveness as  
traditional teeth whitening lights on the market, but at only roughly 1/3 the 
size.

4. OPTIMUM PERFORMANCE – The new iBrite™ Portable Teeth Whitening 
Light comes equipped with a specially designed internal cooling fan to 
maximize heat dissipation for the LED lights, which further extends operating 
lifespan of the LEDs.

5. MODES – With the ability to choose desired whitening session durations, 
iBrite™ Portable Teeth Whitening Light enables the operator to customize 
whitening sessions for different patients according to their specific needs.

Step 1: Remove the iBrite™ Portable Teeth Whitening Light unit, silicone 
mouth-piece, and the power cord from the packaging. Be sure to remove any 
wrappings or tapes placed on the unit.

Step 2: Set up the steel wheelbase on the ground.

Step 3: Insert the central aluminum pole into the wheelbase’s central hole.

Step 4: Screw on and tighten the white knob onto the bottom of the central pole.

INSTALLATION

-
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4. Take out the light’s top arm, connect the
power connectors between the top arm 
and post, then insert the arm into the post 
as shown.

6. Adjust the light head’s angle and position
by holding the top arm above the joint, and 
pressing the button on the side of the joint
(the joint is ratcheted and locks).

5. Remove the screw from the tool set, and
fasten the screw to secure the arm onto 
the post firmly.

7. Install the disposable blue silicone 
mouthpiece onto the light head as shown. 

8. Before starting any whitening procedures, 
please be sure to put on protective eyewear 
to prevent any damage to the eyes. 

ON/OFF Button: Turn on the unit by pressing the power button 
on the face panel.

SET TIME: The unit's preset default whitening duration is 15 
minutes, cycle through the available durations by pressing the 
"SET TIME" buttons; available durations are: 10 minutes, 12 
minutes, 15 minutes, and each following press will add 5 minutes 
to the duration, until a maximum of 60 minutes is reached.

KEY FUNCTIONS



3. Use the TIMER button to set the teeth whitening duration for each 
procedure. The default whitening duration is 15 minutes, and with each press 
of the TIMER button, the whitening session duration increases by 5 minutes to 
a maximum of 60 minutes.  Available session durations are as follows: 10:00, 
12:00, 15:00, 20:00, 25:00, 30:00, 35:00, 40:00, 45:00, 50:00, 55:00, 60:00 
minutes.

4. Press the WHITENING button to start the whitening session.  After the 
WHITENING button is pressed, you will notice the treatment LED lights as well 
as 4 timer indicator lights on the face panel (located right beneath the time 
display panel) are all turned on.  These 4 lights represent the amount of time 
left on the session: each of the 4 lights indicates 1/4 of the total session time.  
These 4 indicator lights allow the user to know how much of the session is 
completed during a procedure.

5. After the session has started, if the internal temperature is over 35°C, the 
built-in fan will turn on automatically to protect the unit from overheating; 
when the temperature is below 30°C, the fan will automatically turn off.

1. The default session duration is 15:00 minutes, each 
press of the SET TIME button will cycle through the 
available session durations, the available durations are: 
10:00, 12:00, 15:00, 20:00, 25:00, 30:00, 35:00, 40:00, 45:00, 
50:00, 55:00, and 60:00 minutes.

LCD DISPLAY

Timer Display Panel:

Sound alert: Each press on any buttons on the face panel will emit a short 
beeping sound; when the whitening session ends, the unit will short beep 3 
times to inform the completion of session.

2. Under Whitening mode, the time displayed is the time remaining for the 
session.  The timer display will countdown to 00:00, and the whitening LEDs 
will automatically turn off.

Indicator lights: these lights are located beneath the 
Time Display Panel  on the face panel of the unit; the 
lights will only turn off during a whitening session.  Each 
light represent a quarter (1/4) of the total session, when all 
the  Indicator lights turn off, this signifies the session has 
ended.  For example, if the total session time is 40 
minutes, each Indicator light would then represent 1/4 of 
the total time, which is 10 minutes.  After 10 minutes (1/4 
of the total session), only 3 Indicator lights will remain lit.

1. The light unit can be cleaned by wiping the surface with sanitizing wipes.

2. For maximum protection against cross-contamination, the rubber 
mouth-piece should be disposed of after a certain number of uses 
(recommended for 10 uses).

3. Unplug the power cord at the end of the day to prevent any possible 
electrical damages to the iBrite™ Portable Teeth Whitening Light.

MAINTENANCE
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WARRANTY STATEMENT

All Pac-Dent electronic products are warranted to be free from defects in materials 
or workmanship for: 90 days of free service and parts from the date of purchase for 
new equipment, from that point on until one year from the date of purchase for 
service; and 90 days for newly-overhauled equipment in lieu of repair.  Within the 
applicable period, Pac-Dent will, at its sole option, repair or replace any components 
which fail in normal use.  Such repairs or replacement will be made at no charge to 
the customer for labor, provided that the customer shall be responsible for any parts 
and transportation cost. This warranty does not cover failures due to abuse, misuse, 
accident or unauthorized alterations or repairs.

Note: Repairs have a 90-day warranty.  If the unit sent in is still under its original 
warranty, then the new warranty is 90 days or to the end of the original one year 
warranty, depending upon which is longer.

THE WARRANTIES AND REMEDIES CONTAINED HEREIN ARE EXCLUSIVE AND 
IN LIEU OF ALL OTHER WARRANTIES, WHETHER EXPRESS, IMPLIED OR 
STATUTORY, INCLUDING ANY LIABILITY ARISING UNDER ANY WARRANTY OF 
MERCHANTABILITY OR FITNESS FOR A PARTICULAR PURPOSE, STATUTORY OR 
OTHERWISE. THIS WARRANTY GIVES YOU SPECIFIC LEGAL RIGHTS, WHICH 
MAY VARY FROM STATE TO STATE.  IN NO EVENT SHALL PAC-DENT BE LIABLE 
FOR ANY INCIDENTAL, SPECIAL, INDIRECT OR CONSEQUENTIAL DAMAGES, 
WHETHER RESULTING FROM THE USE, MISUSE OR INABILITY TO USE THE 
PRODUCT OR FROM DEFECTS IN THE PRODUCT.  SOME STATES DO NOT 
ALLOW THE EXCLUSION OF INCIDENTAL OR CONSEQUENTIAL DAMAGES, SO 
THE ABOVE LIMITATIONS MAY NOT APPLY TO YOU.

Pac-Dent retains the exclusive right to repair or replace the product at its sole 
discretion.  SUCH REMEDY SHALL BE YOUR SOLE AND EXCLUSIVE REMEDY FOR 
ANY BREACH OF WARRANTY.

Procedure for Claims under Non- and Limited Warranties 
To obtain warranty service, an original or copy of the sales receipt from the original 
retailer is required. Online auction confirmations are not accepted for warranty 
verification, and Pac-Dent will not replace missing components from any package 
purchased through an online auction. Pac-Dent retains the exclusive right to either 
repair or replace the unit with a "newly-overhauled" (NOH) unit or new unit at its 
sole discretion.

Please complete these two easy steps:
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STEP 1:  Contact Pac-Dent Technical Support to receive an RMA 
number.
Call or e-mail Pac-Dent Technical Support Specialists to describe the 
problem you are experiencing and request a Return Material 
Authorization (RMA) tracking number. You will need to provide the 
unit's serial number (if applicable), your return shipping address, and 
a daytime telephone number.

*** The disassembly of iBrite® LED light head and control box require 
an authorized person to send specific instructions to customers who 
want to send in parts for repair. Please conatact Pac-Dent International, 
Inc.’s technical support center. ***
Phone: 1-909-839-0888
Fax: 1-909-839-0881

STEP 2:  Ship the unit, along with the RMA number, to Pac-Dent.
Once you have received the RMA number, securely package the unit 
and ship it (insured) to the following address:

Pac-Dent International, Inc.
Warranty & Repair Department
21078 Commerce Pointe Dr.
RMA Number: (insert your RMA number here - see above)
Walnut, CA 91789  U.S.A.



RETURN INFORMATION CARD

(TEAR OFF HERE)

ITEM NAME:

SERIAL NO.:

POWER:

CUSTOMER NAME:

ADDRESS:

PHONE: FAX:

VOLTAGE:

DENTAL SUPPLIER:

DATE PURCHASED:

Please fill in this “Return Information Card” to the manufacturer at:
Pac-Dent International, Inc.
21078 Commerce Point Dr., Walnut, CA 91789  USA for user’s record and future 
services.
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